Twiddler's syndrome detected by home monitoring device.
Lead fracture due to twiddler's syndrome, was detected in a 68-year-old patient 1 month after implantation of an ICD by means of the incorporated home monitoring system. The patient was admitted and the lead replaced. This case illustrates the clinical benefit of the home monitoring system.